Abstract
Introduction
In the Thoraxcenter a stress echo (XECHO) is recorded by three assistants. The first operates the echo device, the second is needed for reading the recorder ECG and operating the dobutamine pump, and the last has to manually enter all values into a VTlOO terminal system. This system is used to store the data into a database program {CLINT) [ 13. Afterwards, the echo itself is evaluated and the results are added to CLINT. Together, these actions lead to an ECG on paper, while blood pressure, dobutamine, and other results are stored manually in CLINT. Echo's are stored on a PACS {Picture Archive System) and can be retrieved on a PC with the Curad Dicom Viewer [2].
This manifold approach (In Figure 1 a picture is shown with from left to right the echo device, the blood pressure device next to it a dobutamine pump, the ECG device and the monitor of the CLINT termina1) has been in use for over 10 years. Recently, however, research into the possibility of updating and integrating all components into one PC based system has started.
Methods
An overview is given in figure 2 describing the dataflow. The EPR is the Electronic Patient Record where all modules are incorporated The different modules will be described below.
Biosignal recording
A phased approach was done based upon the acquisition of the Cardio Control Workstation (CCW) from WelchBrAllyn, which is already used to record ecgs from bicycle and ergometer stress tests. The introduction of CCW created the possibility to simultaneously measure ECG, blood pressure, and other parameters. The integration was started with the blood pressure device, Accutorr 3 from Datascopes, which was not supported by CCW. Therefore a new device driver was written that utilizes a RS232 communication port. This driver requests measurement data from Accutorr every few seconds, compares it with the old measurements, and if a new measurement is detected, new data is sent to CCW. by medicai protocols, hence a physician changes the infusion rate according to the patient's heart response to the perfusion (i.e. stage change). A special software module was built for integration into CCW, and attached to the dobutamine pump by means of a second serial raw irDA infrared port. The module has its own device driver and is designed to simulate a manually operated treadmill.
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Figure 2: System Overview
The component is embedded into CCW as a child ActiveX component (Figure 3 ). Each change in infusion rate is interpreted as a stage change, which is inherited from the treadmill protocol. Stage change messages are sent to the program a keystroke (F9), accompanied by the updated values of both volume and drug infusion rate. In addition, these parameters are displayed on the module screen as a function of time. This way, ECG, blood pressure, as well as infusion rates and totals are automatically recorded and stored into the same database. The data from CCW can be reviewed from a web based summary page, which uses components from CCW for easy data access. These modules are called from ; i l l ASPX/C# web page, which uses codes based upon pieces of the original source code from the CCW application to speed up development.
Echo recording
For the recording of the echoes, a PhilipsHP device is used which stores the echo images on a S A N (Storage Area Network). Additionally, an index database is kept, which runs on the same server as the CCW database. This database is used by the DICOM viewer (Figure 4) . By using this index database, the ECHO recording is linked and synchronized with the ECG recording, which can then be displayed on the web page. For each phase (rest, low dosage, peak dosage, recovery) 4 recordings are done (short axis, 4 chamber, 2 chamber, large axis) resulting in 16 images. This DICOM database can be queried for each image so it can be matched to an ECG on the web summary. 
Echo evaluation
After the XECHOECG recordings the heart wall motion is evaluated ( Figure 5 ). To this purpose the heart is divided into several sections (Table I) , each section is rated by a physician (Table 2) 
ResuIts
The ECG Summary webpage ( Figure 6 ) contains all data related to dobutamine/blood pressure and graphically displays the start time of the first image per phase.
As described in the previous paragraph, the results consist of several web pages programmed in C# and ASPX that as such can be displayed in Internet Explorer 5.5 or higher. Each page focuses on its primary application. Links w i t h each other are created via the databases.
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Discussion and conclusions
The Echo Evaluation form will change in the near 
